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Weightron Bilanciai Lid,
Titan Works

Bridge Way off Broombank Road,

Chesterfieki Trading Estate,
Chesterfiekd S41 9QJ, UK
Tel: 01246 260062
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INDUSTRIAL WEIGHING SPECIALISTS
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Weightron Bilanciai Ltd,

Unit 4b, Block 4
Westpark, Chelston

Wellington TA21 8AD, UK

wew.weightron.com

Tek 01823 £82355
Fax: 01823 652017

This Calibration Certificate is issued in accordance with the UKWF Code of Practice for the calibration of
Non Automatic Weighing Machines. All weights used are traceable to NPL
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